


Section 3 - Chapter 2 

The Basics of Staining for Cell Surface Proteins 

ALICE 1. GIVAN 

Introduction 

A flow cytometer detects fluorescent light given off by cells. 
Although flow cytometry can be used to analyze the intrinsic 
fluorescence of cells ("autofluorescence"), cells differ from 
each other in many ways that do not result in auto fluorescent 
variation. For this reason, staining of cells is usually required 
to make biochemical variation "visible" to the photodetectors 
of a flow cytometer. By making use of fluorescent stains that 
are specific for different molecules, we can use a flow cytometer 
to assay a large array of different cell constituents. 

Antibodies represent what are arguably the major staining 
agents for flow cytometric analysis. In this chapter, we will de­
scribe what is currently the major application for antibody stain­
ing: phenotyping cells according to their expression of surface 
membrane proteins. Mice (or other animals) can be encouraged 
to produce mouse (or other) antibodies against foreign proteins. 
The binding of these antibodies to their reciprocal molecules 
("antigens") is strong and effectively irreversible. As a result 
of monoclonal antibody technology, antibodies are now avail­
able that bind specifically to many cellular proteins. Many 
cell proteins for which monoclonal antibodies are available 
have been given a "CD" number, so that there are now over a 
hundred proteins on leukocytes with their own CD numbers 
(x)j each of these proteins can be stained specifically by its re­
ciprocal anti-CD(x) antibody. Although antibodies are not in 
themselves fluorescent, they can be co-valently linked or "con­
jugated" to any of a number of differently-colored fluorescent 
molecules ("fluorochromes") thereby becoming specific fluores­
cent stains for a large number of cellular proteins. Using a fluor­
ochrome-conjugated antibody to stain the particular cellular 
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protein to which that antibody binds is known as "direct stain­
ing" (Fig. O. 

Because antibodies are a class of proteins that bind to other 
proteins, it is, indeed, possible to produce antibodies that bind to 
other antibodies. For example, goats can produce antibodies that 
bind to mouse antibodies. With a so-called "indirect staining" 
technique, a cell can be stained with a colorless monoclonal anti­
body (called the "primary antibody") against one of its proteins 
and then, in a second step, the protein can be visualized by using 
another antibody (the "secondary antibody") that is specific for 
the primary antibody and that has been conjugated to a fluor­
ochrome. For example, a human cell can be stained with a mouse 
monoclonal antibody against a specific human protein and then 
this staining can be visualized with a fluorochrome-conjugated 
goat antibody that binds to the constant region of any mouse 
antibody (called a "goat-anti-mouse secondary antibody" Fig. 2). 

There are many advantages in this indirect staining method: It 
is often less expensive because labs that don't want to get in­
volved in conjugating fluorochromes to antibodies can purchase 
one fluorochrome-conjugated secondary antibody and use it 
with all their home-made primary antibodies. Indirect staining 
makes comparison of the surface expression of different proteins 
on cells somewhat easier because the visualizing antibody used 

DIRECT STAINING 

Fig. I 
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Fig. 2 

for a panel of primary antibodies is identical, with a uniform 
fluorochrome/antibody (F/P) ratio. Indirect staining is flexible, 
making it easy to change the color of the staining reaction - a 
selection of secondary antibodies conjugated to different fluor­
ochromes can be part of a laboratory's reagent arsenal. Most im­
portantly, indirect staining increases fluorescence intensity be­
cause the secondary antibody is usually polyclonal, binding to 
multiple sites on the primary antibody; the second step in the 
reaction therefore involves an amplification of the signal. This 
can be a critical point in the detection of weakly-expressed pro­
teins. 

For many purposes, the advantages of the indirect staining 
method may, however, be outweighed by its disadvantages. Be­
cause the indirect method involves a second procedural step, it 
doubles the time that it takes to stain cells. In addition, the use of 
a secondary antibody increases the potential for non-specific 
staining and therefore the need for extra controls. The most im­
portant disadvantage of the indirect staining technique is that it 
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is practically incompatible with multicolor analysis, because 
each secondary antibody may have trouble knowing to which 
primary antibody it is supposed to bind. It is possible to find 
secondary antibodies with tight specificities for certain classes 
of primary antibodies; it is also possible to stain cells first 
with a two-step indirect staining procedure with one fluoro­
chrome, followed by blocking of the bound secondary antibody 
with non-immune serum, followed then by staining with a di­
rectly-conjugated monoclonal antibody of a second color. But 
these techniques are cumbersome and fraught with pitfalls of 
cross-reactivity to sabotage the unwary (and occasionally 
even the sophisticated) scientist. For the most part, multicolor 
experiments demand the direct staining method. 

A variation on the indirect staining technique, but with some 
of the advantages of both the direct and indirect methods, makes 
use of a primary antibody conjugated to biotin, followed by avi­
din or streptavidin conjugated to a fluorochrome. Staining is 
achieved by virtue of the specific binding reaction between biotin 
and avidin. A biotinylated primary antibody can be used to stain 
cells simultaneously with one or more different directly fluoro­
chrome-conjugated antibodies. The following avidin-fluoro­
chrome reagent will react only with the biotinylated primary 
antibody. 

Materials 

EQUIPMENT 

- Microcentrifuge or centrifuge with plate carriers 
- Pipetter (Gilson-type :20, 200, and 1000 f..ll) with tips 
- Repeating pipette, if available 
- Multichannel pipette (if using plates) 
- Suction line with trap 
- Eppendorf tubes or 96-well round-bottomed plates 
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SOLUTIONS 

2% formaldehyde 

Formaldehyde crosslinks proteins, thereby fixing them so that 
they remain stable for long periods of time. Laboratory "forma­
lin" contains methanol as well as formaldehyde and should not 
be used for flow cytometry because the methanol increases back­
ground fluorescence. Formaldehyde is formed when p-formal­
dehyde crystals are dissolved in solution. Therefore a solution of 
p-formaldehyde will contain pure formaldehyde that is suitable 
for fixation of cells for flow cytometry. It is also possible to buy 
EM-grade pure (methanol-free) formaldehyde in solution and 
this also is suitable. Cells stained for surface antigens and 
then fixed with formaldehyde at 1 % (final concentration) should 
be stored for at least 24 hours (in the dark and at 4°C) and then 
read on a flow cytometer within 2 weeks (although most cells 
with most stains will probably last much longer). 

Combine 
• 20 gm of p-formaldehyde 

• 700 ml of phosphate-buffered saline (PBS) 

in a 1 liter flask. Stir in a fume hood until all the solid dissolves. 
This will take several hours and can be left overnight. After the 
solution is clear, correct the pH to 7.3 and make the volume to 1 
liter with PBS. Store in a tightly-covered bottle at 4°C. This solu­
tion has indefinite stability; some labs make it fresh weekly and 
others use it for months with no problem. To be safe, make it 
fresh monthly. 

Phosphate-buffered saline (PBS) 

Although PBS can be bought as a mix of crystals or as a concen­
trated solution, making it up from scratch is not difficult. 

Weigh 
• NaCl 8.0g (138 mM) 

• KCI 0.2g (2.6 mM) 
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• KHzP04 (anhydrous) 0.2 g (1.5 mM) 

• NazHP04 (anhydrous) 0.9 g (6.3 mM) 

and add crystals to 700 ml of distilled water. Stir until dissolved. 
Adjust pH to 7.3 and make final volume to 1 liter. Filter through 
an 0.2 micron sterilizing filter into sterile bottles and store at 4°C. 

Staining/Washing (S/W) Buffer 

Some labs stain and wash cells in medium (minus phenol red and 
biotin) supplemented with 0.1% azide. Alternatively, PBS (or 
other balanced salt solution compatible with your cells) supple­
mented with 1 % bovine serum albumin (BSA) and 0.1 % azide is 
adequate to satisfy most cells throughout the staining and wash­
ing procedure. The BSA goes part way to making the cells think 
that they are back home on the farm and the azide is a metabolic 
poison that prevents capping and internalization of surface pro­
teins and inhibits microbial growth. This buffer can also be used 
for diluting antibodies. 

To make S/W Buffer, add 
• 1 gram of sodium azide (NaN3) 

• 10 grams of bovine serum albumin 

to 700 ml of PBS. Stir gently to avoid foaming of the protein. 
When dissolved, check that the pH is 7.3. Make the final volume 
to 1 liter. Filter through an 0.2 micron sterilizing filter into sterile 
bottles and store at 4°C. 

Blocking Solution 

Blocking Solution is important in the staining procedure because 
it fills the Fc-receptors on cells, thereby preventing irrelevant 
binding of whole antibodies to these receptors. Human cells 
should be blocked with human immunoglobulin. 

To make Blocking Solution for human cells, weigh 120 mg of 
human y-globulin (Sigma) and make up to 10 mls with S/W Buf­
fer. Stir very gently at room temperature until dissolved. Filter 
through an 0.2 micron sterilizing filter into vials and store frozen. 
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Add anti­
body(ies) to 
tubes/wells 

Add buffer to 
each tube/ 

well (if neces­
sary, to make 
20 ).11 volume) 

Suspend cells 
(107to 1081 

ml) 

Add blocking 
solution to cell 

suspension 

Add 40 ).11 of 
cells/block to 
each tube or 

well 

Swirl plate or 
vortex tubes 

Titered Antibodies 

Antibodies should be titered by halving dilutions. The concen­
tration of each antibody added is that required to give saturating 
fluorescence intensity when 5-20).11 is diluted to a final volume of 
60 fJ1. 

Procedure 

1. Label Eppendorf tubes or template for micro titer plate wells. 
Add directly conjugated antibody (ies) (for direct staining 
procedure) or primary unconjugated antibody (for indirect 
staining procedure) to tubes or wells. Antibodies should 
have been titered by halving dilutions. The volume of each 
antibody added is that required to give saturating fluores­
cence intensity in a final volume of 60fJ1. 

2. Cold S/W buffer is added to bring the total antibody volume 
to 20 ).11. Cover tubes or plates and keep on ice and in dark 
until cells are ready. 

3. Suspend cells in cold S/W buffer to a final concentration of 
107 to 108 per m1. 

Note: You need 20 ).11 of cells for each tube in your staining panel 
- plus an extra 50 ).11 for pipetting margin. 

4. Mix cell suspension with an equal volume of cold blocking 
solution. 

5. Add 40 fJl of cells with block to each Eppendorf tube or well 
(already containing the antibody (ies)). 

Note: Use an automatic pipetter for repeating additions (or use a 
multichannel pipette for wells if you have enough cells to give 
you sufficient volume). Be careful not to drag antibody from 
one well to another. 

6. Swirl plate or vortex tubes to make sure that antibodies and 
cells are well mixed. 
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7. Incubate cells covered, in the dark, at 4°C for 30 minutes. 

Note: During incubation, use this free time to prepare flow cyto­
meter sample tubes, with 150 fll of cold 2% formaldehyde solu-
tion in each. Use test tubes that are appropriate to the sample 
intake on your flow cytometer. Make one tube for each sample 
in your experiment. 

Incubate cells, 
for 30 minutes 

8. This is the wash step that is repeated three times. Using an *Add SIW 
automatic or multichannel pipette, add cold S/W buffer - buffer 
100 fll into each well or 1 ml into each Eppendorf tube. 

9. Swirl plate or vortex tubes to resuspend cells. Resuspend 
cells 

10. Centrifuge at about 1000 x g for 2 seconds (or just long and Centrifuge 
fast enough to lightly pellet cells). 

Note: If using Eppendorf tubes and an angled rotor, place tubes 
with lid hinges toward the outside. 

11. Use a glass Pasteur pipette attached to a suction line (with a **Remove 
trap containing 10% chlorox bleach) to remove supernatant supernatant 
from the cell pellet. 

Note: If using Eppendorf tubes, the pellet will be on the hinge side 
of the tube. Be careful to leave the pellet behind (!). 

12. Repeat washing of cells (from step 8 to step 11 two more 
times (total of three centrifugations). 

13. If using an indirect procedure, skip to step 13 x.If using a 
direct staining procedure, you are almost done now. Add 
150 fli of cold S/W buffer to each tube/well. Swirl or vortex 
to resuspend cells completely. 

Repeat from * 
to ** twice 
more 

If direct stain­
ing, resuspend 
cells in 150 fll 
SIW buffer 

14. Use a pipette to remove cell suspension from each tube/well Add cells to 
and pipette into one of the prepared test tubes containing equal volume 
150 fll of cold 2% formaldehyde. of formalde­

hyde solution 
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Store for at 15. Store covered, in the cold and dark, for at least 24 hours to 
least 24 hrs give FSC, SSC, and fluorescence intensities time to stabilize 

after fixation. 

Read on flow 16. If necessary, roughly dilute each sample with cold S/W buf-
cytometer fer from a squeeze bottle so that cells go through the cyto­

meter at 100-1000 cells per second. That's it! 

If indirect 13. x If using an indirect staining procedure, add 50 ~l of fluor-
staining, add ochrome-conjugated secondary antibody to each cell pellet 
50 ~I of sec- and swirl or vortex to resuspend. 
ondary anti­

body to each 
cell pellet and 

resuspend 
cells 

Note: The secondary antibody should be at a concentration that 
produces saturating fluorescence intensity, but low levels of 
background. 

Incubate for 14 x. Incubate covered, in the cold and dark, for 30 minutes. 
30 minutes 

*Add S/W 15 x. Using an automatic or multichannel pipette, add cold S/W 
buffer buffer - 100 ~l into each well or 1 ml into each Eppendorf 

tube. 

Resuspend 16 x. Swirl plate or votex tubes. 
cells 

Centrifuge 17 x. Centrifuge at about 1000 x g for 2 seconds (or just long and 

**Remove 
supernatant 

Repeat from * 
to ** twice or 

more 

fast enough to lightly pellet cells). 

Note: If using Eppendorf tubes, and an angled rotor, place tubes 
with lid hinges toward the outside. 

18 x. Use a glass Pasteur pipette attached to a suction line ( with 
a trap containing 10% chlorox bleach) to remove superna­
tant. 

Note: If using Eppendorf tubes, the cell pellet will be on the hinge 
side of the tube. 

19 x. Repeat washing of cells two more times (total of three cen­
trifugations for the primary antibody step and now three 
centrifugations for the secondary antibody step). 

Resuspend 20 x. Add 150 ~l of cold S/W buffer to each tube/well. Swirl or 
cells in 150 ~I vortex to resuspend cells. 

S/W buffer 
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21 x. Use a pipette to remove cell suspension from each tube/ 
well and pipette into one of the prepared test tubes con­
taining 150 III of cold 2% formaldehyde. 

Add cells to 
equal volume 
of formalde-
hyde solution 

22 x. Store covered, in the cold and dark, for at least 24 hours to Store for at 
give FFC, SSC, and fluorescence intensities time to stabilize least 24 hrs 
after fixation. 

23 x. If necessary, roughly dilute each sample with cold S/W Read on flow 
buffer from a squeeze bottle so that cells go through the cytometer 
cytometer at 100-1000 cells per second. That's it! 

CRITICAL ASPECTS OF STAINING 

A typical experiment for flow cytometric analysis involves a ser­
ies of samples, each of which contains cells that have been stained 
for one (single color) or more (multicolor) membrane proteins. 
Often, the cells may be the same in all samples; each sample then 
represents the analysis of those cells for different combinations 
of proteins. Alternatively, the cells may differ in each sample -
and all types of cells may be analyzed for expression of the same 
protein(s). Whatever the overall purpose of the analysis, there 
are certain general aspects of staining that need to be understood 
in order to plan an effective experiment. 

Cell Concentration/Cell Number 

For each sample, you will need between 105 and 106 cells. If you 
are new to flow cytometry, use the higher number of cells - to 
give yourself a margin for error (you always lose more cells than 
you expect during the staining and washing procedures). Trying 
to stretch too few cells into too many sample tubes in order to 
maximize results from a single experiment almost always leads 
to no results at all (it's happened to all of us). 

After staining and washing, resuspend the cell pellet in 0.3-
1.0 ml, according to the configuration of the sample uptake 
on the cytometer. Use the smallest volume you can; the suspen­
sion can always be diluted with buffer later if cells are flowing too 
fast. When at the cytometer, adjust this final concentration of 
cells with more buffer if necessary, so that cells flow through 
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the cytometer at about 100-1000 cells per second. Slower than 100 
cells per second gets very boring. Faster than 1000 cells per 
second may lead to problems because the computer may not 
keep up or because two cells close together in the laser beam 
may be seen by the cytometer as a single "event." Constraints 
on adjusting cell concentration come from the total number 
of cells that are available and the minimum volume that your 
cytometer can handle. In general, you want to have cells at a 
high concentration so that you can use the lowest pressure pos­
sible to push them through the cytometer (but still achieve a flow 
rate close to 1000 cells per second). Pushing the cells too hard to 
achieve this high flow rate has deleterious effects on intensity 
resolution (by widening the sample core in the flow stream). 

If you are setting up a new procedure or are needing to adjust 
instrument settings, it is especially helpful to have a few extra 
control samples with more cells in a larger volume. Running 
these cells initially, before you start collecting data, will give 
you time to adjust FSC and SSC parameters so that all cells 
are on scale, to make sure that background fluorescence is at 
an appropriately low position on the fluorescence scale, and 
to check out compensation if necessary for multicolor analysis. 

Tubes vs Plates 

Cells can be stained in any container for which you have an ap­
propriate centrifuge. You can stain in the test tubes that will 
eventually fit on your cytometer, although the large bottom dia­
meter of these tubes will make it difficult to get consistent results 
with a small volume of staining solution. Eppendorf tubes are 
classical favorites because of their conical shape. Staining can 
take place in a small volume in an Eppendorf tube and then 
the suspension can be diluted to a fulll ml for each washing step. 

If you are staining more than a few samples and have a cen­
trifuge with plate adaptors, consider using 96-well, round-bot­
tomed micro titer plates. While the dilution factor in the washing 
step is not as effective in these plates (because the maximum vo­
lume is 200 fll in each well), the benefits that derive from not 
having to organize, label, and manipulate dozens of test tubes 
make plate-staining highly attractive. Photocopy a template to 
use for identifying wells; plan the layout of samples in the plate 
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with some thought in order to make addition of reagents easy. It 
usually works to add the antibody or antibodies to wells in ad­
vance while cells are being prepared, keep the plates covered in 
the dark at 4°C until the cells are ready, and then use a multi­
channel or repeating pipette to add aliquots of the cell suspen­
sion to the rows of wells. Care needs to be taken not to drag anti­
body from one well to the next in this procedure. Although it 
takes a bit of practice to become confident about staining and 
centrifugation in plates, most people become converts very 
quickly. 

Centrifugation and Washing 

The centrifugation step pellets cells from the staining suspen­
sion, thus permitting removal of the supernatant fluid, and 
the washing of unbound antibody from the cells. The unbound 
antibody is removed by dilution in the sequential washing steps. 
Exact advice about centrifugation speeds is not possible, as dif­
ferent centrifuges take more or less time to reach full speed. In 
general, you want to spin cells down hard enough that the super­
natant fluid can be removed with little loss of cells, but not so 
hard that the cells are difficult to resuspend. If staining in Ep­
pendorf tubes, a high speed microfuge with an angled rotor 
can be used; 1-2 seconds is long enough to pellet most cells 
well. If the Eppendorf lids are lined up in the rotor so that 
the hinges all point outward, then the cell pellets (even if not 
visible) will all be at the hinge side of the tube after spinning. 
The supernatant fluid can then be removed with confidence 
by inserting a glass disposable ("Pasteur") pipette into the other 
(non-hinge) edge of the tube. The disposable pipette should be 
hooked up to suction such that the aspirated fluid will go into a 
trap containing bleach. After addition of 1 ml of S/W buffer, the 
cells can be resuspended on a vortex mixer before spinning 
agam. 

If staining in microtiter plate wells, use a centrifuge with plate 
adaptors. At about 1,500 x g, cells will pellet well in about 2-3 sec­
onds. Removing supernatant fluid after centrifugation can be 
done by flicking the plates and then blotting once on clean paper 
towels. More securely, the supernatant can be removed from 
each well with a glass disposable ("Pasteur") pipette hooked 
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up to suction and a trap. Wash buffer can be added with a multi­
channel pipette - a squirt from this pipette is enough to resus­
pend a cell pellet if it has not been centrifuged too hard. 

Specificity and Non-Specificity 

In order to draw conclusions about particular proteins on cells, 
we have to be sure that the stains that we use are specific in their 
binding to the proteins in which we are interested. Lack of spe­
cificity may occur as a result of several factors: Firstly, an anti­
body may bind to a common epitope on several different pro­
teins. Secondly, different sorts of cells contain the same proteins, 
so a staining reaction may not be as specific as one would like in 
classifying different cell types. These first two types of problems 
require knowledge of the appropriate reagents for answering 
particular questions. Two other types of specificity problems 
are more difficult to control. Antibodies bind to many cell types 
by their non-specific (Fc) ends. Monocytes, in particular, profes-
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Fig. 3 
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sionally bind many antibodies through their Fe-receptors. The 
use of Fab or F(ab')z fragments (antibodies without their Fc 
ends) is recommended whenever possible and helps to alleviate 
this problem (Fig. 3). Blocking the Fe-receptors (see below) also 
helps. Finally, dead cells, with compromised membrane integ­
rity, tend to be sticky and to bind all sorts of reagents with care­
less abandon. The dead cell problem can be helped by careful cell 
preparation or by "gating out" dead cells from analysis - either 
through propidium iodide staining to positively identify dead 
cells by their membrane permeability or, less securely, through 
avoiding cells with low FSC intensity (cells that are dead usually 
show low FSC signals probably because the refractive index of 
their cytoplasm is similar to that of the surrounding medium). 
In the final analysis, however, in order to permit conclusions 
from fluorescence staining about the classification or chemical 
constituents of a cell, flow experiments must make use of careful 
controls. 

Controls 

In an experiment with indirect staining, it is very necessary to 
stain cells with the secondary antibody alone to control for 
non-specific binding of this polyclonal antibody to dead or sticky 
cells. This is the so-called "secondary control" that marks the 
level above which fluorescence intensity can be considered spe­
cific. Comparing the intensity of cells stained with the secondary 
antibody alone to the background autofluorescence of unstained 
cells is often diagnostic of problems with the secondary reagent. 
Ideally, the secondary control should be no brighter than the un­
stained cells. It is also absolutely necessary to have singly-stained 
cells to set the spectral cross-talk compensation for multicolor 
experiments. There is considerable debate, however, about the 
question of appropriate negative controls when staining cells 
with a direct protocol. If positive cells are much brighter than 
unstained (auto fluorescent) cells and if the experiment contains 
some samples where no cells stain, then, arguably, the unstained 
cells within the stained samples are, in themselves, controls for 
non-specific staining. Most people, however, feel happier about 
ruling out problems with dead cells or Fc-receptor binding if 
their experiment contains samples stained with so-called isotype 
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control antibodies. Isotype control antibodies are antibodies 
with no specificity for the cells in question but with all the 
non-specific characteristics of the antibodies used in the experi­
ment. Since antibodies come in different classes ("isotypes") 
with different binding characteristics, an experiment should 
probably have an isotype control antibody for each class of anti­
body used for staining. Such antibodies are available from man­
ufacturers of flow cytometric reagents. Sceptics will wonder 
about our ability to know the protein concentration of every 
antibody that we are using and to know the number of fluoro­
chrome molecules conjugated to each of these antibodies. Com­
promises may be necessary, since each stain in a panel of many 
stains may be of a different isotype, at a different concentration, 
and with a different F/P ratio - and will therefore require its own 
control. There are no perfect answers here; the requirement for 
controls is often determined by the nature of the experiment and 
needs to be considered carefully in relation to the stringency of 
the questions being asked of the resulting data. 

Blocking 

One important way to minimize non-specific staining is by the 
use of a so-called blocking reagent. A blocking reagent contains a 
high concentration of immunoglobulin that will bind to the Fc­
receptors on cells like monocytes, thereby blocking the non-spe­
cific binding of the staining antibody reagents to these receptors. 
The blocking reagent should be immunoglobulin from the spe­
cies whose cells you are staining. For human cells, use the y-glo­
bulin fraction from human serum at a final concentration of 
4 mg/ml. Alternatively, one can purchase specific antibodies di­
rected against the Fc receptors of the cells in question; care needs 
to be taken here as there are different classes ofFc receptors and, 
in addition, not all antibodies against Fc receptors block the re­
ceptor binding site. 

Titration and Proportionality 

Flow cytometry has the potential for providing quantitative in­
formation about the relative expression of membrane proteins 
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on different cells. For example, we may want to determine if cells, 
when stimulated, express more of a given protein than they do 
under resting conditions. In order to be able to draw quantitative 
conclusions from flow cytometric data, we have to be sure that 
the fluorescence intensity of a stained cell is directly and linearly 
proportional to the protein we are measuring. This involves 
using concentrations of reagents that are not limiting, so that 
the staining intensity of a cell will be related to the amount of 
the protein on a cell and not to the number of cells present 
nor to pipetting inaccuracies in the exact amount of reagent 
used. Determining the amount of stain to use involves titrating 
each antibody reagent to find a concentration that approaches 
saturation within the time of the reaction. With low affinity/avid­
ity antibodies, strict saturation may not be possible in short 
staining times at reasonable antibody concentrations; therefore 
use of such antibodies makes conclusions about relative inten­
sities difficult. 

To determine a saturating concentration, run a titration curve 
by using halving dilutions of antibody, covering a range above 
and below that suggested by the manufacturer (if any). Make this 
1:2 dilution series (using 10 halving dilutions) of both your anti­
body of interest and also of an irrelevant antibody matched by 
concentration and isotype. Then stain cells with the standard 
staining protocol, using both the irrelevant antibody and the 
antibody of interest from each of the 10 dilutions. As your final 
working concentration, pick a dilution of stain well on the in­
tensity plateau for the stained cells, where small changes in stain 
concentration have little effect on cell fluorescence intensity. 
Very high antibody concentration is not, however, a panacea: 
cells often stain less well at very high antibody concentrations 
than they do at lower concentrations. Additionally, as can be 
seen from the cells stained with the control antibody, even ne­
gative controls often begin to stain non-specifically at high anti­
body levels. The important thing here is to maximize the signal­
to-noise ratio: use a concentration on the plateau that gives max­
imal staining with the positive antibody but little staining with 
the control antibody. Fig. 4 and Fig. 5. 

With indirect staining, titration with halving dilutions is ne­
cessary for both the primary and the secondary antibody. 
Although it may seem as if there are too many unknowns in 
this equation, it is possible to guess at a reasonable concentration 
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of one primary antibody, titrate halving dilutions of the second­
ary antibody with that concentration of the primary antibody, 
and then, using the concentration of secondary antibody deter­
mined to be optimal, titrate all primary antibodies in turn. Be­
cause non-specific staining will increase at high antibody con­
centrations, when titrating the secondary antibody it is particu­
larly important to compare the staining of cells with and without 
primary antibody present. Cells stained with the secondary anti­
body, but without any primary antibody, are known as a "sec­
ondary control." As with titrating directly-conjugated anti­
bodies, you want to use a level of secondary antibody that max­
imizes the signal-to-noise ratio, that is, gives a saturating signal 
when the primary antibody is present but little signal when the 
primary antibody is absent. 

At staining concentrations that reach saturation, the amount 
of the stain present is hardly ever limiting: that is, there is usually 
enough antibody around to stain all the relevant cell proteins on 
all the cells without significantly lowering the concentration of 
free antibody (see Kantor and Roederer l for examples of this cal­
culation). The number of cells is not, therefore, critical to the 
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staining intensity nor is the volume of the suspension. We simply 
need a high enough concentration of antibody so that effective 
equilibrium between bound and unbound antibody will be 
achieved in a reasonable staining time. 

Staining Volume (and Expense!) 

Many staining reagents, particularly monoclonal antibodies, are 
expensive. Any protocol for staining cells should have expense as 
one of the criteria for experimental design. Although the number 
of cells for an experiment is constrained by both experimental 
and flow cytometer design and the concentration of stain used is 
constrained by a desire to achieve near saturation (see above), 
the staining volume is under user control. The smaller the stain­
ing volume, the less stain will be required to achieve saturating 
concentration. Although many companies selling staining re­
agents suggest staining in 100 III volume, it usually works to re­
duce this to 50 III or even less. This reduces the requirement for 
stain by 2- or more-fold. The only considerations here are that 
you don't go to such a small volume that pipetting becomes in­
accurate, nor that the amount of stain becomes limiting (that is, 
that there isn't enough stain to go around to all the receptors on 
all the cells present). With 50 III of stain at a saturating concen­
tration, 106 cells with antigens within the usual range of density 
will not use up a significant fraction of most antibodies. Check 
this out by using 2-fold more and 2-fold fewer cells than you are 
ever likely to have and convince yourself that the fluorescence 
intensity of the cells in all cases is the same. 

Time and Temperature 

Antibody concentration, temperature, and time interact in the 
staining reaction: higher antibody concentrations reach effective 
staining saturation more quickly than lower concentrations and 
any concentration reaches saturation faster at a higher tempera­
ture. Even though azide is a metabolic poison (and some labs 
find that it allows them to stain cells at room temperature, ra­
pidly and with impunity), most labs stain with all reagents!solu­
tions at 4°C even in the presence of azide to be sure of minimizing 
capping! internalization! miscellaneous loss of surface-bound 
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antibodies. At 4°C, 30 minutes is a reasonable staining time. 
Antibody titrations can all be done at 4°C and for 30 minutes. 
After titration to determine a saturating antibody concentration, 
check out the effect of time and use a time that is long enough 
that a bit more time or a bit less time makes no difference to the 
results. 

Stability 

Once you have stained cells, it is necessary to know how long the 
cells with the fluorochrome on them will remain as you want 
them. Cells die with time, antibodies are internalized gradually 
at warm temperatures, fluorochromes become bleached in the 
light, and microbes will grow everywhere eventually. The answer 
to all of these problems is to keep cells (before and after staining) 
scrupulously at 4°C and in the dark, use a metabolic poison like 
azide in all buffers if you are not concerned with recovering cell 
function, and, finally, fix the cells with formaldehyde after stain­
ing if you are not going to analyze them within several hours on 
the flow cytometer. Although 1 % formaldehyde fixation does 
change the FSC and SSC of some cells and may increase their 
background fluorescence and decrease their staining fluores­
cence just a bit, it provides great cell stability after staining 
and also a large margin of safety when dealing with potentially 
pathogenic samples. A good, general procedure for antibody­
stained cells is to fix them in an equal volume of 2% formalde­
hyde after staining, let them sit at least 24 hours, (covered, in the 
cold and dark) to reach final FSC, SSC, and fluorescence levels, 
and then read them on the flow cytometer within 2 weeks 
(although most cells will last much longer). Check out your 
own cells with your own stains before deciding on the length 
of time that you are willing to risk this. But fixation after staining 
is definitely the way to go if possible - giving great flexibility in 
planning time on that cytometer. As a reminder, you cannot fix 
cells before flow if you want to use a membrane-impermeant 
stain like propidium iodide to check cells for viability or to 
gate out dead cells in flow analysis. All cells become dead and 
take up the dye after formaldehyde fixation. 
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Safety 

Fixation of cells after staining and before running them through 
a flow cytometer is highly recommended if there are any ques­
tions about the pathogenicity of the cells involved. Since there 
are real concerns about the potential pathogenicity of all living 
cells, fIxation after staining is always recommended unless the 
cells will be sorted and cultured afterward or unless you need to 
look at membrane integrity of the cells as a measure of viability. 

Fluorochromes for Single and Multiparameter Analysis 

The early experiments in flow cytometry made use of antibodies 
conjugated to fluorescein, with sequential samples stained with 
different antibodies, all conjugated to this same fluorochrome. 
Within a short period of time, however, instruments were devel­
oped with the capacity for multicolor or multiparameter analy­
sis. Multiparameter analysis permits effIcient use of small num­
bers of cells and, more importantly, leads to far more informa­
tion than can be obtained from single color sequential samples. 
Because it is diffIcult to prevent cross-reactivity between multi­
ple secondary antibodies and multiple primary antibodies, mul­
ticolor analysis usually makes use of directly-conjugated anti­
bodies (direct staining) or perhaps in combination with an anti­
body conjugated to biotin (followed by streptavidin conjugated 
to a fluorochrome). 

Various fluorochromes can be conjugated to antibody re­
agents. Depending on the number of lasers available, the color 
of their excitation light, and the number of photomultiplier tubes 
available for analysis of emitted fluorescent light, different com­
binations of fluorochromes are possible. The overall strategy in 
picking fluorochrome combinations is that the fluorochromes 
must all be able to absorb light from the lasers present and 
must emit light at different wavelengths from each other so 
that their fluorescence signals can be distinguished. The farther 
apart their fluorescence peaks, the easier it will be to resolve their 
signals without recourse to excessive compensation. 

There are different strategies for allocation of antibodylfluor­
ochrome combinations. In general, the brightest fluorochrome 
should be assigned to the antibody binding to the protein with 
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lowest expression. In many situations, phycoerythrin will give 
the brightest staining. If expression is very low, it may, however, 
be necessary to test antibodies conjugated to a range of different 
fluorochromes as conjugation procedures are variable and it is 
not always possible to predict brightness from photochemical 
principles alone. 

READINGS 

Although there are many books giving individual adaptations of 
methods for staining cells, I have found two articles particularly 
helpful for discussion of some of the general principles involved. 
These articles would certainly serve as useful supplements to the 
topics discussed here. 1,2 

FLUOROCHROME ABS. EM. LASER 

fluorescein (FITC) 490 515 argon(488) 

phycoerythrin (PE) 480/565 578 argon(488) 

PE-Cy5 (tandem) 480/565/650 670 argon(488) 

PE-Texas Red (tandem) 480/565 615 argon(488) 

PerCP 488 677 argon(488) 

allophycocyanin (APC) 650 660 HeNe or krypton 

AMCA 350 445 argon(UV) 

Cascade Blue 375/400 423 argon(UV) 

Cy3 512/552 565/615 krypton 

Cy5 625-650 670 HeNe or krypton 
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